Toward implementation of a flexible hearing aid measurement system.
An evaluation of a computerized hearing aid measurement system was performed with input and output compression hearing aids stimulated using high-quality audio equipment. The results of the computer measurements were compared to those from a manual technique using conventional laboratory instrumentation. The results from the computerized and manual methods matched very closely. However, the computer system was found to be considerably more flexible than conventional instrumentation and was much easier to use.